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1.  INTRODUCTION 


The  8  inch  M201  Howitzer  is  the  largest  production  gun  tube  currently 
manufactured  at  Watervliet  Arsenal.  The  manufacturing  sequence  for  the 
internal  features  consists  of  boring,  honing  and  rifling.  At  each  step  the 
inside  diameter  (ID)  is  measured  before  proceeding  to  the  next  operation.  The 
rifling  grooves  are  produced  by  broaching.  The  helix  of  the  rifling  is 
generated  by  rotating  the  broaches  as  they  are  pushed  through  the  tube.  After 
the  tube  is  rifled,  the  final  bore  inspection  takes  place  on  a  computerized 
gun  tube  inspection  station  where  measurements  of  bore  diameter,  rifling 
groove  diameter  and  eccentricity  are  made.  Eccentricity  is  determined  by 
making  measurements  of  groove  depth  at  diametrically  opposed  points, 
calculating  the  algebraic  difference  between  the  two  measurements,  and 
dividing  the  result  by  two.  This  eccentricity  value  represents  the  offset  of 
the  center  point  of  these  diameters. 

The  in  process  diameter  measurements  referenced  above  are  taken  with  a 
two-point  measurement  device.  This  type  of  measurement  technique  is  incapable 
of  detecting  certain  geometric  irregularities  that  can  occur  in  the  bore. 

This  project  was  proposed  as  a  result  of  a  1  obi ng  condition  in  the  bore  of  the 
8  inch  gun  tube  that  went  undetected  until  the  final  inspection.  Groove  depth 
variations  of  up  to  .015  inches  were  reported.  It  was  therefore  requested 
that  a  measurement  system  be  developed  to  detect  out  of  round  conditions  in 
the  bore  before  the  rifling  grooves  are  cut  in  the  tube. 


2.  BACKGROUND 


The  machinist  operating  the  hone  machine  of  the  8  inch  production  line 
utilizes  a  two-point  star  gage  to  check  bore  diameter.  A  star  gage  is  a 
mechanical  measuring  instrument  that  is  composed  of  three  major  assemblies: 
the  measuring  head,  the  staff,  and  the  operating  handle  (Figure  1). 

Measuring  Head  --The  heart  of  the  measuring  head  is  a  tapered  cone 
attached  to  an  actuating  rod.  Movement  of  the  rod  imparts  motion  to  the  cone, 
which,  in  turn  actuates  a  set  of  movable  bushings  to  which  measuring  points 
are  attached.  As  the  bushings  are  forced  out  at  angles  of  90°  to  the  axis  of 
the  cone,  the  measuring  points  extend  outward  and  make  contact  with 
the  surface  to  be  measured. 

The  Staff  --The  outer  cylinder  of  the  staff  serves  as  a  rigid  connecting 
member  between  the  measuring  head  and  the  operating  handle.  The  inner  rod, 
supported  coaxially  with  the  outer  cylinder,  permits  1 ongi tudi nal  movement  of 
the  inner  rod  and  forms  a  connecting  link  which  transmits  motion  from  the 
operating  handle  to  the  measuring  head. 

The  Operating  Handle  --A  venier  scale,  graduated  in  .001  inch  increments, 
attached  to  the  operating  handle  provides  direct  translation  of  the  diametral 
movements  of  the  measuring  points. 

This  instrument  is  fairly  rugged,  simple  and  well  suited  for  use  in  a 
shop  environment.  Typical  accuracy  is  _+  .001.  It  is  not  suited,  however,  for 
performing  a  more  detailed  assessment  of  the  interior  geometry  of  the  tube. 

It  can  be  shown  that  1  obi ng  conditions  created  in  the  tube  bore  can  conceal 
themselves  to  certain  measurement  methods.  Generally,  an  even  1  obi ng 
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condition  (2,  4,  6...)  must  be  inspected  with  a  two-point  system  or  can  go 
undetected.  An  odd  lobing  condition  (3,  5,  7...)  must  be  inspected  with  a 
three  point  measurement  system.  The  solution  therefore  was  to  build  a  system 
employing  both  two  point  and  three  point  measurement  probes,  the  outputs  of 
which  would  be  compared  electronically  for  the  detection  of  out  of  round 
conditions  in  the  tube  bore. 

An  alternate  solution  is  to  scan  or  trace  the  tube  bore  with  a  rotating 
head.  Many  firms  in  the  metrology  field  offer  highly  sophisticated  tracing 
equipment  with  computer  analysis  for  determination  of  component  roundness 
conditions.  Initially,  this  sort  of  technique  seemed  to  be  the  solution  to 
this  problem.  After  a  more  thorough  analysis,  it  was  decided  that  a 
continuous  tracing  type  system  was  too  complex,  too  fragile  and  too  difficult 
to  set  up,  for  use  on  a  regular  basis  in  a  gun  tube  manufacturing  line. 

3.  SYSTEM  DESCRIPTION 

A  measurement  head  was  designed  by  the  Quality  Engineering  Division  of 
the  Product  Assurance  Directorate  and  built  by  an  outside  contractor  (See 
Figure  2).  The  head  was  to  be  manually  pushed  through  the  tube  bore  and 
rotated  at  each  selected  inspection  point.  A  performance  specification 
(Appendix)  was  prepared  for  the  electronic  equipment.  This  equipment, 
purchased  from  an  outside  contractor,  includes  the  measurement  probes  and  the 
system  console  (Figure  3)  which  houses  the  amplifiers,  displays  and  printer. 
Assembly  of  the  entire  system  was  accomplished  in-house. 
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The  measurement  head  assembly  (Figure  4)  contains  a  floating  spindle  for 
two-point  measurement.  One  end  has  a  fixed  tip  while  the  other  end  houses  a 
linear  variable  differential  transformer  (LVDT)  the  output  of  which  gives  an 
indication  of  tip  position.  This  LVDT  as  mounted,  outputs  the  deviation  from 
a  set  "zero"  diameter  to  the  electronic  console.  The  three  point  diameter 
measurement  is  accomplished  by  means  of  a  similar  LVDT  mounted  axially  in  the 
gage  head.  A  mechanism  causes  motion  of  the  three  balls  that  contact  the  bore 
surface  to  be  transferred  to  the  LVDT.  This  movement  is  calibrated  to 
correspond  to  the  change  in  diameter  being  measured. 

As  the  head  is  rotated  in  a  perfectly  round  bore  the  readings  from  the 
two-point  and  three-point  LVDTs  will  all  remain  equal  and  constant.  An 
out  of  round  condition  will  lead  to  variations  between  the  two  LVDTs.  The 
digital  electronic  system  captures  and  holds  the  positive  (most  positive  or 
least  negative)  peak  and  the  negative  (least  positive  or  most  negative)  peak 
values  from  the  LVDT  analog  amplifiers  caused  by  the  variations  in  bore  size 
detected  as  the  head  is  rotated.  Since  there  are  two  LVDTs,  four  extreme 
values  are  retained.  Upon  command  from  either  a  front  panel  switch  or  a 
remote  cable  switch,  the  system  prints  the  four  peak  values,  annotated  with 
the  appropriate  LVDT  identification  and  the  calculated  runout.  The  runout 
is  the  difference  between  the  algebraic  maximum  and  the  algebraic  minimum 
of  the  four  values.  Shown  below  is  the  printer  output  with  typical  data. 
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Channel  05  is  the  positive  peak  from  LVDT  #1,  06  the  negative  peak; 
channel  07  is  the  positive  peak  from  LVDT  #2,  08  the  negative  peak;  and 
channel  09  is  the- cal culated  runout.  Channel  01  through  04  are  for 
instantaneous  readout  of  the  LVDTs1  position.  All  values  are  shown  in  MILS 

(.001  inch);  the  amplifiers  may  be  converted  and  recalibrated  to  read  metric 
values  (millimeters). 

4.  IMPLEMENTATION 

A  set  check  (master  ring)  was  fabricated  to  calibrate  the  system. 
Following  testing  of  the  unit,  several  tubes  were  measured  and  found 
acceptable.  The  eight  inch  gun  tube  line  can  now  be  monitored  on  a 
systematic  basis  to  assure  that  rifling  of  out  of  round  gun  bores  does  not 
occur  in  the  future. 

5.  RECOMMENDATIONS  AND  CONCLUSIONS 

This  system  meets  the  design  parameters  established  at  the  inception  of 
this  project.  The  overall  system  accuracy  exceeds  functional  requirements. 
The  mechanical  subsystem  is  rugged  and  reliable.  The  electronic  subsystem, 
however,  needs  modification  before  it  can  perform  reliably  in  the  abusive 
environment  found  in  the  manufacturing  areas.  Specifically;  the  system 
console  must  be  sealed  against  the  intrusion  of  dust  and  grit,  and  the 
electronic  circuits  must  be  hardened  against  electrical  interference  and 
noise.  Provisions  should  also  be  made  to  limit  access  to  the  controls 

and  adjustments  to  prevent  unauthorized  adjustments  once  the  unit  is 
cal  ib rated . 
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FIGURE  1.  STARGAGE  ASSEMBLIES 


FIGURE  2.  MEASUREMENT  HEAP 


FIGURE  3.  SYSTEM  CONSOLE 


FIGURE  4.  MEASUREMENT  HEAP  ASSEMBLY 
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PURCHASE  DESCRIPTION  FOR  ANCILLARY  ELECTRONIC  EQUIPMENT 
FOR  CANNON  BORE  ROUNDNESS  SYSTEM 

SCOPE 

THIS  DOCUMENT  CONTAINS  REQUIREMENTS  FOR  THE  ANCILLARY  ELECTRONIC 
EQUIPMENT  FOR  THE  CANNON  BORE  ROUNDNESS  MEASUREMENT  SYSTEM.  SECTION  3 
COVERS  GENERAL  AND  DETAILED  TECHNICAL  REQUIREMENTS.  SECTION  4  COVERS 
QUALITY  ASSURANCE  PROVISIONS,  TESTING  AND  ACCEPTANCE  CRITERIA.  SECTION 
5  PROVIDES  PACKAGING  AND  DELIVERY  INSTRUCTIONS  AND  SECTION  6  PROVIDES 
INSTRUCTIONS  DESIGNED  TO  ASSIST  OFFERORS  IN  MAKING  ACCEPTABLE  BIDS  OR 
PROPOSALS . 

APPLICABLE  STANDARDS  AND  PUBLICATIONS 

N/A 

REQUIREMENTS 

THE  ELECTRONIC  EQUIPMENT  SHALL  CONSIST  OF: 

A.  TWO  (2)  LINEAR  VARIABLE  DIFFERENTIAL  TRANSFORMER  CARTRIDGES  WITH 
BALL  GAGING  TIPS. 

B.  ONE  Cl)  MODULAR  INSTRUMENT  SYSTEM  WITH  READOUT,  PRINTER,  AND 
REMOTE  PRINT/RESET  CABLE  (WITH  SWITCHES). 


C.  EXTENSION  CABLE 
3 .  1  DETAILS 

3.1.1  LINEAR  VARIABLE  DIFFERENTIAL  TRANSFORMERS  (LVDT) 

(QUANTITY  REQUIRED:  2) 

3.  1.1.1  LVDT  SHALL  BE  THREADED  TO  ACCEPT  A  #4-48  THREAD  0.156  INCH 
DIAMETER  SPHERICAL  CARBIDE  CONTACT  TIP  WHICH  WILL  BE  INCLUDED  WITH 
EACH  CARTRIDGE. 

3.  1.1.2  CARTRIDGE  LENGTH  INCLUDING  0.156  INCH  DIAMETER  CARBIDE  BALL: 


FREE  LENGTH - 2.10  ±  .25  INCH 
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THUS,  FOUR  EXTREME  VALUES  (''PEAKS'')  ARE  TO  BE  RETAINED 
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LVDT  DESIGNATION 
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3.  1.2.9  THE  SYSTEM  SHALL  HAVE  A  REMOTE  PRINT/RESET  SWITCH  CABLE  WITH 

5Si  SLS?TCLHDISUlc?yVTI?^S^C^LIHAT  WILL  SUPPLY  A  P«Jt “oSffliS  WHEN 

IS  ACT  I VATFD  THpV?Io?rAcSARESET  THE  SYSTEM  WHEN  THE  OTHER  SWITCH 
AMn  il  rnTu?‘  THE  CABLE  SHALL  HAVE  A  LENGTH  OF  20  FEET  (MINIMUM) 

INSTRUMENTHSYSTEMQUICK  DISC0NNECT  CONNECTOR  TO  INTERFACE  WITH  THE 
3-!*3  ELECTRICAL  EXTENSION  CABLE 

3 .  1  .  3 .  i  THE  ELECTRICAL  EXTENSION  CABLE  SHALL  HAVE  A  LENGTH  OF  4f1  ffft 

(minimum)  and  shielded  as  necessary  to  prevent  degradation  of  transduJeJ 


3.  1.3.2 
APPROVED 
BE  A  SUITABLE 
SYSTEM. 


THE  FRONT  TERMINATION  SHALL  BE  TWO  (2)  AMPHENOL  165.34  OR 
E°UAL  TO  MATE  WITH  THE  LVDT’S.  THE  REAR  TERMINATION  SHALL 
QUICK  DISCONNECT  CONNECTOR  TO  MATE  WITH  THE  INSTRUMENT 


3.2  POWER  REQUIREMENTS  FOR  THE 
60  HZ  (FUSED  INPUT). 


COMPLETE  SYSTEM  SHALL  BE  115V  ±10%, 
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QUALITY  ASSURANCE  PROVISIONS 
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3*  ™E  EXAMINATION  AND  TEST  WILL  BE  PERFORMED  PRIOR  TO 
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RESULTS  SHALL  BE  PROVIDED  TO  THE  ARSENAL  PRIOR  TO  SHIPMENT. 

4.2  AFTER  SHIPMENT  TO  WATERVLIET  ARSENAL,  THE  SYSTEM  SHALL  RF  FXAMTWFn 
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M«E  NECESSARrCHANKF^T^^^J^  CONTRACTOR  SHALL  BE  RESPONSIBLE  TO 
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ADccrflA  PENAL  SUCH  THAT  THE  corrected  equipment  is  BACK  AT  WATERVl  ift 

•  THE  ^ racV^e^^^ 

5  *  PRESERVATION.  PACKAGING  and  DELTVFPY 

THE  CONTRACTOR  SHALL  UTILIZE  STANDARD  COMMERCIAL  MFTHnnc  nc 

»DcctoI!SL£  T0  DAMAGE  FR0M  EXPOSURE  TO  THE  ELEMENTS  SHALL  BE 

£  °  E r ~%r 

JiiSK ----- 

6  .  LITERATURE  REQUIREMENTS 

BS*FsS'«Ss!^35S'aSr2K‘ 

CAPA?^IESSWR^BENMETLb5TtSfIC  SYSTEM  ASSURING  THAT  THE  RANGES  AND 
tMKAii  I  Its  WILL  BE  MET  BY  THE  MACHINE  BEING  OFFFPFn  tmtc  hata  tc 

S??Hi5?D,?°S,W RT^C?EF0EQU,PMENT  OrEKr^POS^S5  SJK,J?ED 

^KEDL,TTr?NT^CEACTH5^^RTEMOT^  Sg  SEI^nI'p^D*  ?LEARLY 

oaoa^IN  addition  to  the  foregoing,  offerors  MUST  INDICATF  nw  a 
EACRSGPARPAGrIphAOFG?2is  ItVrhr™*  ^NOTtSeY*^  ™t£ 
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THEREIN. 


PARA  3.1  THRU  3.2.8 - WE  COMPLY 

pParRa  l'l  IT  3’3*5 - -  gomplI 

^.3.5.1 . . . WE  pROpOSE  T0  FURNISH/  etc. 
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3ABWV  For*  238-1,  7  Jul  76  Edition  of  25j£«p  69  is  obsolst* 


TECHNICAL  REPORT  INTERNAL  DISTRIBUTION  LIST 


NO.  OF 
COPIES 


COMMANDER  1 
TECHNICAL  LIBRARY 

ATTN:  DRDAR-LCB-TL  5 
DIRECTOR,  OPERATIONS  DIRECTORATE  2 
DIRECTOR,  PRODUCT  ASSURANCE  DIRECTORATE  1 
ASSOCIATE  DIRECTOR,  BENET  WEAPONS  LABORATORY  2 


NOTE:  PLEASE  NOTIFY  COMMANDER,  WATERVLIET  ARSENAL,  ATTN:  SARWV-QAE, 
WATERVLIET,  NY  12189,  OF  ANY  REQUIRED  CHANGES. 


TECHNICAL  REPORT  EXTERNAL  DISTRIBUTION  LIST 


NO.  OF 
COPIES 


NO.  OF 
COPIES 


ASST  SEC  OF  THE  ARMY 

RESEARCH  &  DEVELOPMENT 

ATTN:  DEP  FOR  SCI  &  TECH  1 

THE  PENTAGON 

WASHINGTON,  D.C.  20315 

COMMANDER 

US  ARMY  MAT  DEV  &  READ  COMD 
ATTN:  DRCDE  1 

5001  EISENHOWER  AVE 
ALEXANDRIZ,  VA  22333 


COMMANDER 
US  ARMY  ARRADCOM 

ATTN:  DRDAR-LC  1 

-TSS  (STINFO)  2 

DOVER,  NJ  07801 

COMMANDER 
US  ARMY  ARRCOM 

ATTN:  DRSAR-QA  1 

-IR  1 

-LEP-L  1 

ROCK  ISLAND  ARSENAL 
ROCK  ISLAND,  IL  61299 

DIRECTOR 

US  ARMY  BALLISTIC  RESEARCH  LAB 
ATTN:  DRDAR-TSB-S  (STINFO)  1 

ABERDEEN  PROVING  GROUND,  MD  21005 

COMMANDER 

US  ARMY  ELECTRONICS  COMD 

ATTN:  TECH  LIB  1 

FT  MONMOUTH,  NJ  07703 

COMMANDER 

US  ARMY  MOBILITY  EQUIP  R&D  COMD 
ATTN:  TECH  LIB  1 

FT  BELVOIR,  VA  22060 


COMMANDER 

US  ARMY  TANK-AUTMV  R&D  COMD 
ATTN:  TECH  LIB-DRDTA-UL  1 

WARREN,  MICHIGAN  48090 


COMMANDER 

US  MILITARY  ACADEMY 

ATTN:  CHMN ,  MECH  ENGRG  DEPT  1 

WEST  POINT,  NY  10996 


US  ARMY  MISSILE  COMD 
REDSTONE  SCIENTIFIC  INFO  CEN 
ATTN:  DOCUMENTS  SECT,  BLG  4484  2 
REDSTONE  ARSENAL,  AL  35898 


COMMANDER 

US  ARMY  FGN  SCIENCE  &  TECH  CEN 
ATTN:  DRXST-SD  1 

220  7TH  STREET,  N.E. 
CHARLOTTESVILLE,  VA  22901 


COMMANDER 

US  ARMY  MATERIALS  &  MECHANICS 
RESEARCH  CENTER 


ATTN:  DRXMR-PL  2 

-D  1 

-FI  1 

-S  2 

-M  1 


-AT 

WATERTOWN,  MA  02172 


NOTE:  PLEASE  NOTIFY  COMMANDER,  WATERVLIET  ARSENAL.  ATTN:  SARWV-OAE, 
WATERVLIET,  NY  12189,  OF  ANY  REQUIRED  CHANGES. 


TECHNICAL  REPORT  EXTERNAL  DISTRIBUTION  LIST  (CONT.) 


NO.  OF 
COPIES 


COMMANDER 

US  ARMY  RESEARCH  OFFICE  1 

P.O.  BOX  12211 

RESEARCH  TRIANGLE  PARK,  NC  27709 
COMMANDER 

US  ARMY  HARRY  DIAMOND  LAB 
ATTN:  TECH  LIB 
2800  POWDER  MILL  ROAD 
ADELPHIA,  MD  20783 

DIRECTOR 

US  ARMY  INDUSTRIAL  BASE  ENG  ACT 


ATTN:  DRXPE-MT  1 

ROCK  ISLAND,  IL 

COMMANDER 

NAVAL  SURFACE  WEAPONS  CEN  1 

DAHLGREN,  VA  22448 

DIRECTOR 

US  NAVAL  RESEARCH  LAB 
ATTN:  DIR,  MECH  DIV  1 

CODE  26-27  (DOC  LIB)  1 

WASHINGTON,  D.C.  20375 

NASA  SCIENTIFIC  &  TECH  INFO  FAC 
P.O.  BOX  8757,  ATTN:  ACQ  BR  1 


BALTIMORE/WASHINGTON  INTL  AIRPORT 
MARYLAND  21240 


NO.  OF 
COPIES 


COMMANDER 

DEFENSE  TECHNICAL  INFO  CENTER 
ATTN:  DTIC-TIR  10 

-LTD  2 

CAMERON  STATION 
ALEXANDRIA,  VA  22314 


DIRECTOR 

BATTELLE  COLUMBUS  LAB  1 

505  KING  AVE 
COLUMBUS,  OHIO  43201 


NOTE:  PLEASE  NOTIFY  COMMANDER,  WATERVLIET  ARSENAL,  ATTN:  SARWV-QAE , 
WATERVLIET,  NY  12189,  OF  ANY  REQUIRED  CHANGES 


